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M a n u s c r i p t 4 which are apprehended by a moist environment when electrodes are included. The use 96 of such a "humid electronic nose" for the detection of volatile compounds is, as far as 97 we know, new and it allows the employment of classical electrochemical techniques 98 such as voltammetry, commonly used in electronic tongues, to analyse volatile 99 substances. 100 101
Materials and Methods 102

Samples 103
The response of the "humid electronic nose" was studied in the presence of seven 104 ). 112
Equipment 113
A system for pulse voltammetry implementation was designed in the Centro de 114
Reconocimiento Molecular y Desarrollo Tecnológico (IDM) at the Universidad 115
Politécnica de Valencia (UPV -Spain). The system consists of a software application 116 that runs on a PC and electronic equipment. [26, 28] 117
The equipment generates a sequence of up to 50 pulses with an amplitude in the range 118 of [-2V to +2V]. The width of the pulses can also be configured: [1 ms to 800 ms]. The 119 equipment includes a potentiostat, which applies the voltage to the counter electrode of 120 the electrochemical cell and measures the voltage at the reference electrode and the 121 current at the working electrodes (up to 8). 122
The software application allows the setup of the pulse array parameters: number of 123 pulses, amplitude of each pulse, width of the pulses. A different pulse pattern can be 124 configured for each working electrode. Once the test has been configured, the 125 application sends this information to the electronic equipment, which generates and 126 applies the pulse array to the electrochemical cell, and also samples the voltage andA c c e p t e d M a n u s c r i p t 5 current signals. The system collects 1,000 current samples for each applied pulse 128 array. Finally, the equipment sends these samples to the PC where the data are 129 displayed and stored. This procedure is then repeated for the next working electrode of 130 the sequence. 131
The electronic equipment includes a 16-bit microcontroller (PIC24FJ256), a 12-bit 132
Digital-to-Analogue converter (DAC), two 12-bit Analogue-to-Digital converters (ADC) 133 and a potentiostat that incorporates a current measurement circuit, a working electrode 134 multiplexing block and a stabilization circuit. 135
Measurement procedure 136
The measuring chamber (Figure 1.b) consists of a sealed glass cell (750 ml) with a top 137 cover with five inlets. The cell has been designed to avoid gas leaks. One inlet was for 138 the "humid electronic nose", one for the reference electrode, two for the argon line (inlet 139 and outlet) and one for sample addition. The cell was thermostated with a commercial 140 circulating temperature controller. This glass reactor was used as the measuring 141 chamber in which a given sample was directly introduced. 142
The "humid electronic nose" device (Item 1 in Figure 1 .a) consists of an array of four 143 working electrodes (i.e., Au, Pt, Ir and Rh) with 99.9% purity and 1-mm diameter from 144 ALDRICH which were housed inside a homemade stainless steel cylinder used as the 145 electronic nose body. The different wire electrodes were fixed inside the cylinder using 146 an epoxy RS 199-1468 polymer. Before use, the electrode surface was prepared by 147 mechanically polishing with emery paper and was rinsed with distilled water. Then it 148 was polished on a felt pad with 0.05 µm alumina polish from BAS, washed with distilled 149 water and polished again on a nylon pad with 15, 3 and 1 µm diamond polishes to 150 produce a smooth, mirror-like electrode surface. Later during the development of series 151 of measurements, only one simple diamond polishing was performed. ).The role of the moistened fabric was to perform the absorption 160 of the volatile compounds from the sample and to provide a conductive vehicle to the 161 electrode interface. Before a new measurement was taken, the membrane was rinsed 162 with distilled water, dried and then moistened again with salt solution. The reference 163 electrode was a Saturated Calomel Electrode (SCE), which was connected to the 164 damped fabric with a curved low-density polyethylene (LDPE) tube with cotton at the 165 end (Item 3 in Figure 1 .a). The set of electrodes, the nylon fabric and the LDPE tube 166
were held together with a PVC connector which has two pieces (Items 5a and 5b in 167 Figure 1 .a). The nylon membrane was trapped between these two pieces and was held 168 still with a nylon screw (Item 4 in Figure 1 .a). The LDPE tube was connected to the 169 nylon membrane through a hole on the edge of the outer PVC piece, which allowed 170 contact between the damp nylon fabric in contact with the working electrodes and the 171 reference electrode. The measuring chamber was thermostated at 37 o C. All the 172 measurements were made under argon. Prior to the sample addition the argon 173 atmosphere was created by displacing the air for 10 minutes with argon. The argon 174 flow was stopped and then the sample was directly introduced into the measuring 175 chamber and left for at least 5 min before the measurement was taken. This time 176 period was established after studying the absorption processes of volatile substances 177 (NH 3 , HCl, etc.) in the nylon fabric membrane. After these 5 min had passed, the 178 measurement was taken: i.e., the pulse pattern was applied and the current response 179 of each electrode was measured and stored in the PC. values. Having this amount of data proved highly valuable to be able to discard erratic 208 data due to electric noise. These data were then preprocessed by calculating the mean 209 of iterations in order to obtain a favourable signal-to-noise ratio, so the data set was 210 reduced by 5 (480,000 current values / 5 iterations = 96,000) [26, 28] . The last data 211 preprocessing step was to subtract the baseline. The baseline was calculated in the 212 same way as the rest of the samples, the same preprocessing steps were done and 213 the mean of three baseline samples was calculated so that a single data set was used 214 to be subtracted from the rest of the samples. The baseline samples were named 215 control samples and they underwent no subtraction. The measurements were made on 216 different days and for a given day the samples were measured randomly. No replicates 217
were measured on the same day. Only the control sample (NaCl 0.01 mol dm -3 ) was 218 measured at the starting of the experiments each day. 219
Principal Components Analysis (PCA) 220
Typically, a PCA decomposes the primary data matrix by projecting the 221 multidimensional data set onto a new coordinate base, formed by the orthogonal 222 directions with maximum data variance. The eigenvectors of the data matrix are called 223 principal components and they are not intercorrelated because they are orthogonal. 224
The principal components (PCs) are ordered so that PC1 displays the greatest amount 225 Data matrices generated by electronic tongue systems are generally considerable in 241 size and neural networks tools are needed to process them. Among several types of 242 neural networks, the following has been used in this work: Self-Organized Maps (SOM) 243 as unsupervised network. 244
Insert here Figure 3 245
The Self-Organizing Map (SOM), also known as the Kohonen Map, is an unsupervised 246 neural model of widespread use in areas such as pattern recognition. The SOM is a 247 neural network model that projects a high dimensional input space, usually onto one or 248 two dimensional output space(s) by using unsupervised training. Given its typical two-249 dimensional shape, it is also easy to visualize. This architecture is similar to that of a 250 competitive network, except no bias is used (Figure 3) . The competitive transfer 251 function produces 1 for output element a 
Results and discussion 255
As stated above, due to our interest in designing electronic tongues and noses for 256 different applications, we attempted to test the possible use of a voltammetric "humid 257 electronic nose" for the discrimination of different samples. In our humid nose detection 258 is based on the changes in the electrochemical properties that occur when a gas or 
of the membrane in the humid nose is reduced. Moreover it is known that gas solubility 271 in liquids depends on the chemical affinity between the liquid and the gas and could be 272 used to modulate the selectivity of the 'humid electronic nose' towards different gases 273 by using a particular solvent or a mixture of solvents in the membrane. sequence. Moreover, pure water containing NaCl was used as a control solution to 290 determine the stability and repeatability of the system versus time. 291
PCA
A c c e p t e d M a n u s c r i p t
The different electrochemical responses of each sample, using the "humid electronic 293 nose", were analysed by a PCA. This is a powerful linear unsupervised pattern 294 recognition method. PCA is an efficient approach to diminish the dimensionality of a 295 dataset. A PCA study of the full set of patterns revealed a medium degree of dispersion 296 among the independent dimensions created by the linear combinations of the 297 electrochemical responses of the four electrodes used in the array. The first PC 298 contained 67.87% of the variance of the data, whereas the first two components 299 represented 86.24% of total variance, while five PCs were needed to account for 300 96.06% of variance. This relatively large number of independent dimensions to account 301 for most of the variance may be due to the different composition of the samples used, 302 which generate very different volatile compounds during the experiments. Although a 303 relatively large number of dimensions are required to explain total variance, PCA 304 captured 86.23% of the variance observed in the experiment in the first two PCs. The 305 plot of these two PCs on the x and y axes is shown in Figure 4 , which displays the 306 resulting PCA for eight samples (three replicates) when using the response of all four 307 electrodes in the "humid electronic nose". As observed, it was possible to discriminate 308 among the samples studied. Moreover, when the control data were introduced into the 309 PCA analysis, all the data were situated around the same place, which is in agreement 310 with the systems' capacity to differentiate the control from the rest of the samples. 311
Moreover, as the control solutions were measured on different days, the results 312 suggest a high degree of repeatability in the electrodes' response. Clearer 313 differentiation in the PCA plot was observed for the aqueous samples containing 314 ammonia, acetic acid and for the Roquefort cheese. A second PCA plot in which these 315 samples were omitted is shown in Figure 5 . In this new plot, the first PC contained 316 69.69% of the variance of the data, whereas the first two PCs represented 81.31% of 317 total variance. The figure depicts a relatively clear discrimination among the remaining 318
samples. 319
From the plot, it is apparent that the "humid electronic nose" is able to differentiate not 320 only samples containing simple compounds such as ammonium, acetone, acetic acid 321 and 6-amino-1-hexanol, but also more complex samples with a number of volatile 322 compounds that define their characteristic aroma such as Roquefort cheese, coffee 323 and onion. In fact it has been reported that, for instance, in French blue cheeses, an 324 important amount of methyl ketones was present in the flavour profile and a significant 325 number of secondary alcohols and esters were also present. presence of some of these compounds at a relatively low concentration, the "humid 331 electronic nose" is able to show an electrochemical fingerprint response that 332 characterizes the aroma of these specific foods. 333
Insert here Figures 4 and 5 334
In order to help identify the signals response of each electrode for the discrimination 335 observed in the current pattern, a loading analysis was carried out. As the data set 336
included a large number of data, the amount of points was reduced to make a loading 337 plot viable, and only one of every 10 data points was used to construct the following 338 
Classification with Self-Organized Maps 355
Apart from the study carried out with PCA analysis, the neural network Self-Organized 356
Maps (SOM) has also been used to analyse the electrochemical data obtained from the 357 "humid electronic nose". Studies with the SOM neural network were carried out using 358 the software application SOMmine 5 by Viscovery. The number of nodes used in all 359 cases was 1,000. The programme calculates a neighbourhood of at least 50 nodes 360 with a linear neighbourhood weight function. Viscovery SOMine divides a map intoM a n u s c r i p t regions, called clusters. The nodes of a cluster are similar in that that they are 362 neighbours in the data space. For this study, in order to reduce the number of data, the 363 value for each pulse was calculated as the corresponding area enclosed by the current 364 signal, so a single value is used for each pulse. 365
The SOM neural network allows to carry out a study of the contribution that the 366 different pulses make on the response of a selected electrode and the weight that a 367 certain electrode has in the overall response obtained in the electronic nose in terms of 368 the classification of different substances. In relation to the first issue, it was found that 369 the pulses corresponding to a potential of 0V (i.e., P1, P3, P5, P7, etc.) provided 370 practically no information, except for pulse 1 (P1). Moreover, it was observed that the 371 pulses with the same potential value (i.e., P2 and P18, P4 and P16, P6 and P14 and 372 P8 and P12) displayed similar information. The SOM analysis was also repeated for 373 the negative pulses (P21 to P40). The maps reveal that the resemblance between 374 pulses is not so obvious. Certain similarities in terms of response were observed in 375 pulses P28, P26 and P30, but not for the rest of the pulses, and not even the same 376 pulses in different metals were similar, as found for the positive pulses. Nevertheless, 377 additional studies confirmed that negative pulses were not necessary to obtain a good 378 classification as this was achieved using only the above-mentioned positive pulses. 379
The study suggested that for this particular application, the use of pulses P1, P2, P4, 380 P6, P8 and P10 sufficed to achieve a good classification (see Figure 7) . As an example 381 Figure 8 shows the SOM map of pulse 4 for the Ir electrode. As it can be observed this 382 pulse has a large contribution to the detection of ammonia, but a medium-low 383 contribution to the rest of samples. 384
Having studied the set of pulses, the contribution of different electrodes to the "humid 385 electronic nose" response was also carried out. Several combinations of electrodes 386 were tested, but it was generally established that a suitable response in terms of the 387 correct classification of the different samples was observed when all four metal 388 electrodes were in use. Based on these data, further studies were performed using all 389 four metal electrodes and pulses P1, P2, P4, P6, P8 and P10. 390
Insert here Figure 7 and 8 391
Conclusions 392
We report herein the design, manufacture and use of a "humid electronic nose" 393 prototype. This new system entails innovation in the electronic noses field, and it relies 394 on the use of a wet environment to perform pulse voltammetry experiments on an arrayM a n u s c r i p t 13 of four working electrodes (i.e., Au, Pt, Ir and Rh) which were in contact with a fabric 396 mesh made of nylon damped with a NaCl aqueous solution. As a proof-of-concept, the 397 "humid electronic nose" was able to "sense" the presence of aqueous solutions of 398 different simple volatile compounds (i.e., ammonia, acetone, acetic acid and 6-amino-399 1-hexanol) and different food samples (i.e., onion, coffee and Roquefort cheese). PCA 400 and SOM studies were performed. The neural network SOM allowed us to determine 401 that good classification results were obtained when using all four electrodes and a set 402 of only six pulses. From our point of view this opens new applications and allows to 403 develop electronic noses following classical electronic tongue designs which can be 404 applied to both liquid or solid samples (via the detection of volatile compounds). This 405 preliminary study led us to believe that this "humid electronic nose" may be applied to a 406 wide range of situations, in the food industry (e.g. inspection of food quality control, 407 monitoring fermentation processes, checking rancidity and spoilage, flavor control, etc.) 408 and in environmental monitoring (e.g. for testing ground water for odors, identification 409 of toxic wastes, air quality monitoring, monitoring factory emissions, etc.). Moreover, 410
although we have used in this this proof-of-concept design a static headspace 411 technique for the volatile generation other configurations will be studied in due course. M a n u s c r i p t M a n u s c r i p t M a n u s c r i p t M a n u s c r i p t 
